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The  Navy  Clothing  and  Textile  Research  Facility  (NCIRF)  designed  and 
fabricated  a  thermal  energy  test  ap{>aratus  for  the  purpose  of  evciluating  the 
thermal  transmissicvi  characteristics  of  materials  subjected  to  radiant  and 
convective  beat  loads  from  fuel  fires.  The  materials  evaluated  were  those 
used  in  firefi^ters  crash  crew  proodmity  clothing. 

An  infrared  quartz  lanp  radiant  heat  test  apparatus  had  beai 
previously  develcped  by  NCIRF  (1)  for  use  in  ^secification  testing  of  the 
heat  resistance  characteristics  of  metallized  fabrics  for  crash  crew 
firef inters  clothing,  but  because  it  was  designed  as  a  quality  cxxrtrol, 
pass-fail  type  device,  it  did  not  have  the  versatility  of  the  a^jparatus 
described  herein.  It  employed  a  visucil  subjective  method  to  determine  the 
heat  resistance  of  the  fabrics  evaluated,  used  a  fixed  distance  between 
sanple  and  radiant  heat  source  at  a  specific  operating  voltage  to  control  the 
incident  radiant  flux  level,  and  inferred  r^jeatability  of  incident  radiant 
flux  levels  from  optical  pyrometer  color  temperature  measurements. 

The  thermal  energy  test  apparatus  is  intended  to  provide  an  objective 
evaluation  of  the  heat  transmissicsi  throu^  the  materials  to  determine  their 
protective  characteristics  and  to  assess  their  thermal  resistance  properties 
and  thus  expands  ipcxi  the  qualities  of  the  previous  device.  The  thermal 
energy  test  apparatus  utilizes  heat  flux  transducers  to  directly  measure  the 
heat  flux  incident  cn,  and  transmitted  through,  the  sanple  materials.  In 
additicHi,  the  cpparatus  has:  moveable  heaters  so  that  the  distance  of  the 
heat  source  from  the  sanple  can  be  changed  to  vary  the  level  of  energy 
incident  cm  the  sanple  for  a  ^jecific  operating  voltage;  a  voltage  ccmtrol 
unit  vhich  permits  changing  the  incident  energy  level  by  ccmtrolling  the 
electrical  energy  input  to  the  heat  source;  and  both  radiant  and  cxaivective 
heat  scxirces  vhich  can  be  operated  individucilly  or  in  ocmbinaticxi  to  crreate 
cx>e  or  both  types  of  heat  leads  on  the  sanple  material. 

This  r^xjrt  discusses  the  reasesns  vhy  the  particular  heating  devices 
selected  for  use  in  the  apparatus  were  chosen,  describes  in  detail  the 
features  of  the  apparatus,  provides  data  cai  the  performance  characteristica 
of  the  apparatus,  and  shows  the  ability  of  the  apparatus  to  discern  the 
strengths  and  weaknesses  of  materials  used  in  firefi^ters  crash  crew 
proximity  clothing. 

raSIGN  RATTOJALE 

In  selec:ting  a  particular  heater  type  for  this  applicaticxi, 
ccMTsideration  must  be  given  to  the  real  envircximent  to  vhich  the  materials  to 
be  evciluated  will  be  subjected.  For  the  materials  of  interest,  vhich  are 
those  used  in  firefic^ters  crash  crew  proximity  clothing,  proteertieu  against 
heat  loacis  caused  by  fires  frem  turning  aircraft  fuels  cutsieJe  the  flame  zone 
is  of  vpmost  inportancie. 

A  study  by  Graves  (2)  assessed  the  various  thermal  characteristics  of 
a  fuel  fire  envircximent  to  vhich  firefi^ters  may  be  expesed.  The  following 
information  has  been  taken  from  tliis  study. 


a.  U^ind  frcni  the  fires  the  heat  load  e2^)erienoed  by  firefic^iters 
is  primarily  due  to  radiant  heat.  Ihe  maxlitum  radiative  heat  flux  for  large 
JP-4  fuel  fires  was  estijnated  to  be  1.9  gcal/anr/sec  at  the  fire  edge, 
decreasing  to  1.5  and  1.2  gcal/csr/sec  at  distanoes  of  10  and  20  feet  frcn 
the  fire  edge,  reflectively.  Ihe  maximom  measured  levels,  however,  at  10  and 
20  feet  fron  the  largest  test  fire  (18  feet,  8  inches  in  diameter)  were  only 
0.38  and  0.23  gcal/anr/sec,  reflectively. 

b.  From  the  efierimental  results  of  spectral  radionetric 
measurements,  1600°K  was  the  miniimim  flame  tenperature  that  could  account 
for  the  radiative  intensity  values  measured  in  certain  wavelength  bands. 

c.  The  fiectral  energy  distribution  of  the  thermal  radiation  emitted 
in  the  aircraft  fuel  test  fires  was  not  the  same  as  would  have  been  obtained 
from  a  blacikbody^  at  the  1600°K  radiant  tenperature  expressed  by 
Graves.  The  fiectral  energy  distribution  was  fproximately  84%  at 
wavelengths  from  0  to  4  microns,  whereas  a  blacidxdy  source  having  a 
tenperature  of  1600°K  radiates  about  77%  of  its  energy  below  4  microns. 

d.  Convective  heating  effects  may  be  ignored  for  materials  to  be  used 
outside  the  flame  zone,  because  hi^  convective  heat  loads  do  not  extend  much 
beyond  the  flame  zam  except  toward  positions  directly  dcwnwind.  For  a 
12-foot-diameter  test  fire  and  a  14-to-18  MFH  wind,  maximum  heat  flux  levels 
of  2.8  gcal/cm^/sec  were  measured  directly  downwind  10  feet  from  the  fire 
edge  but  the  levels  at  this  distance  were  only  0.4  and  0.23  gcal/cnr/sec  at 
the  sidewind  and  upwind  locations  at  this  distance.  Downwind  at  20  feet  from 
the  fire  edge  the  maximum  heat  flvK  level  measured  was  0.9  gcal/cnr/sec,  a 
three  fold  drop  from  the  level  measured  at  10  feet. 

From  Graves 'information  we  can  discam  that  heat  loads  from  fires 
outside  the  flame  zone  are  primarily  due  to  radiant  energy  except  for 
ciownwind  locations  and  that  the  bulk  of  the  radiant  energy  is  emitted  at 
waveloigths  up  to  4  micnxns  (86%) .  It  should  also  be  noted  that  the  flux 
levels  stated  previously  are  roaxiinum  values,  and  that  heat  levels  asscx:iated 
with  a  fire  have  a  tenporal  nature  and  can  be  reduced  substantially  and 
c^ckly  by  good  fire  sippressicn  techniques.  The  duraticn  of  these  maximum 
flux  levels  would  be  brief;  expcjsure  to  these  levels  would  probably  be  less 
than  60  secxnds. 
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blacddxxity  absorbs  all  radiation  incident  upon  it  and  reflects  or 
transmits  none,  or  emits  at  any  specified  temperature  the  maximum  amount  of 
thental  radiation  at  all  wavelengths. 


Figure  1  shews  the  integrated,  normalized,  radiant  emissicai  as  a 
functicMi  of  wavelength  for  three  blacWxxiy  sourcse  teroperatures  and  that 
estimated  ty  Graves  for  large  fuel  fires.  It  can  be  seen  from  the  curves 
that  the  ^jectral  emissicn  for  a  large  fuel  fire  feills  within  the  spectral 
band  of  a  1600*^  emd  2000°K  blactoody  radiant  source  up  to  4  micrcsis, 
vAiere  86  percent  of  the  radiant  energy  of  a  fuel  fire  is  emitted.  A  radiant 
heat  source  with  a  similar  tenperature  range  would  function  as  a  suitable 
simulator  for  the  wavelength  ^Kctrum  associated  with  a  large  fuel  fire. 

A  thermal  energy  eppeiratus  that  apprmcimates  the  heat  effects  of  a 
fire  envirOTiment  outside  the  flame  zone  must  be  designed  to  include  a  radiant 
heater,  viiich  can  create  the  heat  flux  levels  stated  previously,  and  vAiose 
^)ectral  energy  distribution  is  similar  to  that  determined  by  Graves  for 
aircraft  fuel  fires.  Moreover,  this  radiant  heater  must  be  able  to  maintain 
these  levels  for  the  time  periods  likely  for  these  exposures.  Besides  the 
radiant  heat  source,  the  apparatus  should  also  be  able  to  produce  convective 
heat  flux  loads  on  the  materieil  specimens.  Based  upon  Graves'  information, 
however,  this  capability  is  of  secondary  inportance. 

In  developing  the  thermal  energy  test  appeuratus,  principeil  interest 
was  given  to  equipping  it  with  a  radiant  source  that  could  produce  the  heat 
flux  levels  meaisured  and  estimated  by  Graves,  and  provided  r^jeatability  and 
an  easy  means  of  control.  After  various  types  of  electric  and  gas-operated 
sources,  (quartz  lamp,  silicon  Ccu±>ide  rod,  refractory  gas  fired  burners, 
etc.)  were  considered,  a  quartz  lamp  radiant  heater  was  selected. 

A  quartz  lamp  radiant  source  has  many  desirable  features.  It  radiates 
as  a  greiixxJy^  (saite  spectral  energy  distribution  as  a  blackboc^)  because 
the  quartz  enclosure:  has  essentially  a  flat  transmission  curve  out  to  3.5 
microns  (3) ;  produces  this  type  of  radiation  over  a  range  of  eperating 
temperatures;  has  a  hi^-intensity  uniform  radiation  field  (4) ;  is  easily 
controllable;  and  provides  r^aeatable  performance.  Other  types  of 
electrically  operated  radiant  sources  were  not  selected  because  they  did  not 
have  all  the  combined  advantages  of  a  quartz  lamp  device.  Ihey  either  had 
very  lew  operating  temperatures,  less  radiation  efficiency,  or  were  surface 
radiators  viiich  produce  a  Icurger  proportion  of  their  energy  eis  convective 
energy  rather  thcin  radicint  energy  v4ien  corpeuped  with  a  source  enclosed  in  a 
transparent  housing  (quartz  lamp)  eperating  at  the  same  temperature  (3) . 
Gas-fired  radiant  burners  were  eliminated  because  of:  Ihe  amount  of  support 
equipment  required  for  safety  purposes  and  proper  operation;  some  questions 
as  to  their  r^aeatcibility;  possible  incident  energy  control  problems;  cind  the 
oonstcint  presence  of  ein  appreciable  amount  of  convective  heat  for  any 
particulcur  heat  flux  level  created. 
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A  greybody  maintains  a  constant  ratio  of  monochromatic  emissive 
power  to  the  monochromatic  emissive  power  of  a  blackbody  at  the  same 
temperature  and  wavelength  over  the  entire  wavelength  spectrum. 


WAVELENGTH  (n  METERS) 

Integrated  normalized  radiat  heat  emission  (%) 
vs.  wave  length  (n  meters) 


Because  of  the  selection  of  an  electric-type  radiant  heat  source,  a 
ccawective  heater  using  the  same  type  of  energy  source  was  considered 
desirable.  Consequently  an  electrically  c^erated  heater-blcwer  unit  was 

selected  eis  the  oowective  heater.  We  recLLized  that  the  maximum  air 
tenperature  achievable  with  this  type  of  unit  would  be  around  1000°F,  vhich 
is  ccMTsiderably  belcw  the  flame  tenperatures  measured  by  Graves  for  fuel 
fires  (2020°F  for  JP-5) .  Since  proximity  fire-filters'  clothing  is  worn 
outside  the  flame  zone,  however,  the  air  temperatures  outside  the  flame  zone 
are  well  below  1000°F  except  for  dcwnwind  locaticxis  near  the  edge  of  the 
fire. 


In  a  study  cmducted  by  Ve^te  (5) ,  an  average  maximum  air  tenperature 
of  480°F  was  measured  at  the  clothing  surface  for  firefi^ters  standing 
within  6  to  10  feet  of  the  flame  edge.  The  hipest  temperature  mecisured  was 
epproximately  750°F. 


DESCRIPnOI  OF  'nffiFMAL  ENERGY  TEST  APPARAIUS 

The  thermal  energy  test  apparatus  consists  of  a  material  sample 
holder,  manual  shutter,  and  heat  shield  (S-S-S)  assembly;  heat  flux  sensor 
assembly;  two  radiant  heater  cissemblies;  a  convective  heater  assembly;  and  a 
switch  control  and  tenperature  monitoring  (S-T)  assembly  all  mounted  and 
contained  on  a  ccmraon  chassis.  Three  accessory  components  are  used  with  the 
apparatus:  a  voltage  control  unit  (VCU) ,  electric  timer,  and  a  two-channel 
millivolt  recorder.  Figure  2  shews  the  apparatus  with  the  three  accessory 
cemponents,  and  Figure  3,  the  apparatus  itself. 

Figure  3  d^icts  the  relationship  of  the  various  apparatus  component 
cissemblies.  At  the  left  in  Figure  3  is  the  S-S-S  assembly.  Directed  at  the 
S-S-S  assembly  are  the  two  radiant  heater  assemblies,  each  oriented  at  45 
degrees  to  the  normal  axis  of  the  S-S-S  assembly,  and  the  convective  heater 
assembly,  vhich  is  located  on  the  normal  axis  of  the  S-S-S  assembly.  The 
radiant  cind  convective  heater  cissemblies  are  on  sliding  bases  for  easy 
repositicxiing  with  respect  to  their  distance  frcrni  the  material  sample 
holder.  In  the  ri^t  background  of  Figure  3  is  the  S-T  assembly. 

The  apparatus  utilizes:  electric  power,  vhich  is  controlled  throuf^ 
the  VCU,  for  eperation  of  the  heater  assemblies;  an  elec±ric  timer  for 
monitoring  heater  preheat  times  and  overall  test  duration;  a  millivolt 
recorder  which  provides  a  continuous  readout  of  the  heat-flux  sensor  output; 
and  a  water  supply  for  cooling  the  infrared  heaters,  the  heat  ^ield,  and  the 
heat  flux  sensor.  The  water  and  electriccil  connections  are  all  secured  into 
■•■he  base  of  the  chcissis  with  all  routing  ■tubing  and  wiring  loca^ted  below  ■the 
surface  of  ■the  chassis. 

Sample  Holder,  Manual  Shutter,  Heat  Shield  (S-S-S)  Assembly 

This  assembly  is  designed  so  that  a  material  sample  geometry  2  inches 
wide  by  4  inches  hi^  can  be  ejposed  to  a  selected  heat  load  when  the  manual 
shutter  is  moved  from  its  closed  position  to  i^ts  epen  position. 
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Figure  2  OvereLLL  view  of  thermal  energy  test  apparatus  and  accessory 
units  showing  chasis  mounted  sample  holder,  manual  shutter,  radiant  and 
convective  heaters,  and  switch  control  and  temperature  monitoring  assemblies; 
electric  timer;  two  channel  MV  recorder;  and  voltage  control  unit 


3  cassis 

^SfSn:"eSr'aTse.bly:  and  switcn  control  and  temperature 
monitoring  assembly 
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The  sairple  holder  located  to  the  rear  of  this  assembly  (Fig.  2) 
acc^xts  a  5.5-inch-diameter  saitple  material  15)  to  1.5  inches  thick.  The 
2-inch  by  4-inch  saiiple-e^^xasure  c^jening  is  located  on  the  heater  side  of  the 
saitple  holder  (Fig.  4) .  The  material  sairple  is  retained  in  the  holder  by 
badop  ring  spacers  and  the  heat  flux  sensor  assembly  (Fig.  5) .  The  sensor 
housing  is  secured  to  the  sample  holder  by  pivoting  two  hinged  screws  over 
the  two  wing  attachments  on  the  sensor  housing  and  finger  tightening  two 
knurl  nuts. 

The  manual  shutter  has  a  2.5-inch  by  4-inch  center  cpening  and  slides 
in  a  guide  space  between  the  sample  holder  and  heat  shield.  It  ejposes  the 
sample  materiaLl  vAien  it  is  pushed  against  the  side  sipports  of  the  assembly 
cind  closes  off  the  opening  vhen  pulled  out.  Figure  2  and  3  shew  the  shutter 
in  the  closed  position. 

The  heat  shield,  vhich  is  located  to  the  heater  side  of  this  assembly 
(Fig.  3  and  4) ,  is  a  water  cooled,  welded,  stainless-steel  jacket  with  a 
2. 5- inch  by  4-inch  center  cpening.  The  shield  reduces  the  amount  of  heat 
which  cxxild  penetrate  the  structure  of  the  sample  holder.  This  allcws 
almost  continuous  testing  of  materials  without  a  lengthy  cx»l-down  period 
between  tests.  The  shield  is  (connected  to  the  water  supply  by  quick 
diseconnect  ball  locdc  fittings  located  on  the  base  of  the  chassis  to  the  rear 
of  the  S-S-S  cissembly. 

Heat  Flux  Sensor  Assembly 

The  apparatus  is  equipped  with  four  sensor  housings  and  a  range  of 
heat  flux  sensors  for  proper  sensor  sensitivity  selection.  Fiigure  5  shows 
one  of  the  sensor  assemblies.  The  sensors,  manufactured  by  Medthem  Corp. , 
are  water  ccoled,  and  have  full  scale  ranges  of  0.1,  0.5,  1.5,  and  2.5 
gcal/cmVsec.  The  respxcnse  time  for  the  transducers  is  1500  millisecxjnds 
for  the  0.1  cind  0.5  gcal/cmn^/sec  units  eind  290  milliseconds  for  the  1.5  and 
2.5  gccil/cam^/sec  units.  The  sensors  are  connected  to  the  millivolt 
recorder  by  an  electrical  connector  and  to  the  water  supply  with  two 
pxppet-typie,  quick-disconnect.,  ball-l<xk  fittings  vhich  connect,  to  mating 
fittings  in  the  base  of  the  chassis.  The  sensors  are  mounted  in  a  transite 
insulator  vhich  is  secured  in  a  stainless  steel  housing.  The  steel  hcxising 
has  a  rear  cpening  for  passage  of  the  sensor  wiring  and  water  tubing 
connections  and  two  wing  attachments  for  securing  it  to  the  sample  holder 
(Figs.  2  and  5) . 
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Figure  4  Window  opening  in  S-S-S  assembly.  The  heat  flux  sensor  can  be  seen 
in  the  center  of  the  opening.  The  heat  shield  jacket  face  can  also  be  seen. 
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Radiant  Heater  Assemblies 

Each  of  the  two  radiant  heater  asseaiiblies  are  conposed  of  two  Research 
Inc.  Model  5305-5A  parallel -ray  infrared  strip  heaters.  These  assemblies  can 
be  seen  in  Fig.  3.  Each  strip  heater  is  equipped  with  a  GE  1200T3/C1 
tungsten  filament  tubular  clear  quartz  laitp  and  a  p)arabolic  shaped  specular 
cduminxm  reflector  vhich  produces  a  narrow  highly  directional  radiant  heating 
pattern.  Each  quartz  laitp  has  a  6-inch  lifted  length,  a  rated  voltage  of 
144  volts,  and  a  pcwer  oonsurtption  of  1.2  KW  at  rated  voltage.  Each  strip 
heater  unit  has  a  rated  radiant  heat  output  of  140  watts  pter  linear  inch  of 
laitp  length  at  rated  voltage  or  200  gcal/sec. 

The  strip  heater  units  of  the  radiant  heater  assembly  are  electrically 
connected  in  parallel  throu^  a  terminal  box  mounted  on  the  tcp  of  the 
assentoly.  The  terminal  box  connections  are  routed  to  the  pcwer  switches  on 
the  S-T  assembly  throu<^  a  flexible  electrical  conduit  attached  to  the 
chassis  surface  and  the  terminal  box.  Each  strip  heater  of  the  assembly  is 
water  cooled.  The  strip  heaters  are  connected  to  the  water  supply  through 
quick-disconnect  ball-lock  fittings  located  on  the  base  of  the  chassis.  Each 
assembly  ailso  has  a  base  ctrrangement  vrtiich  permits  the  assembly  to  move  back 
and  forth  with  respect  to  the  sanple  location.  The  base  is  secured  to  the 
chassis  by  two  slides  mounted  belcw  the  chassis  surface  vAiich  have  four 
screws  that  project  up  throu<^  slot  cpenings  in  the  chassis  surface  and  holes 
in  the  base  of  the  heater  ctssembly.  The  screws  are  attached  to 
spring-tensioned  knurl  nuts  for  ti^tening  of  the  base  to  the  chassis 
surface.  The  radiant  heater  assembly  can  be  moved  in  and  out  along  the  slots 
in  the  chassis  surface  after  the  tension  on  the  knurl  nuts  has  been  reduced. 

The  voltage  input  to  each  radiant  heater  assembly  is  controlled 
sepjarately  by  individual  variacs  located  in  the  VQJ  and  by  sepiarate  pcwer 
switches  on  the  S-T  assembly. 

Convective  Heater  Assembly 

The  convective  heater  assembly  is  ccspposed  of:  a  Master  AHD-751 
heater-blcwer  with  a  special  resistance  heater  winding  rated  to  produce  air 
teirperatures  of  900°F  to  1100°F  at  1  inch  from  the  heater  outlet  at  rated 
voltage  (120  V)  depending  ipon  the  position  of  the  air  intake  orifice  of  the 
blower.  The  heater-blcwer  has  a  sliding  base  and  a  transition  piece  located 
at  the  outlet  of  the  blcwer.  The  assembly  can  be  seen  in  Fig.  3. 

Besides  the  special  heater  winding,  the  heater  was  further  modified  so 
that  the  voltage  to  the  heater  winding  could  be  controlled  separately  from 
the  blcwer-motor  voltage  irput,  permitting  the  selection  of  a  range  of 
operating  tenperatures  belcw  the  values  mentioned  previcxisly.  The  voltage 
level  to  the  heater  is  controlled  by  a  third  variac  located  in  the  VCU.  This 
variac  can  be  activated  only  after  the  blcwer  motor  is  turned  on,  thus 
protecting  the  heater  element  from  overheating  and  burning  out.  Electrical 
connections  to  the  heater-blower  from  power  switches  on  the  S-T  assembly  eure 
made  through  a  flexible  conduit  attached  to  the  base  of  the  apparatus  chassis 
cind  the  heater  housing.  The  sliding  base  of  the  convective  heater  assentoly 
is  attached  to  the  chassis  in  the  same  manner  as  the  bases  of  the  radiant 
heater  cissemblies. 
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The  transition  piece  on  the  heater  outlet,  vhidi  reduces  the 
dispersicai  of  the  hot  air  emanating  from  the  heater  barrel,  is  equipped  with 
a  chronel-cilvimel  thermocoiple  unit  located  at  the  center  of  the  transition 
piece  to  monitor  the  heater  outlet  air  tenperature.  Ihermocotple  extension 
wire  is  brou^t  out  from  the  thermocouple  unit  at  the  bottcm  of  the 
transiticai  piece,  passed  throuc^  a  slot  in  the  base  of  the  chassis,  and 
connected  to  an  Omega  millivolt  meter  in  the  S-T  assembly.  The  meter  is 
equipped  with  a  direct-reading  tenperature  scale. 

Switch  Control  and  Tenperature  Monitoring  (S-T)  Assembly 

The  S-T  assembly  is  equifped  with  four  power  switches,  v^ch  control 
the  electrical  energy  input  to  the  two  radiant  heater  assentolies  and  the 
convective  heater  assembly,  and  an  Omega  millivolt  meter  with  a  direct 
reading  tenperature  scale.  The  assembly  can  be  seen  in  Fig.  3. 

Two  of  the  four  power  switches  control  the  electrical  input  to  the 
convective  heater.  They  cure  shewn  at  the  tep  left  and  ri(^t  of  this  assembly 
in  Figure  3.  The  switch  at  the  tep  left  controls  the  electrical  input  to  the 
blcwer  motor  of  the  convective  heater  and  the  irput  voltage  to  the  control 
variac  located  in  the  VOJ  that  provides  pewer  to  the  resistant  heater  element 
of  the  convective  heater.  After  the  control  variac  for  the  convective  heater 
is  energized  by  turning  on  the  switch  at  the  tep  left,  the  switch  at  the  top 
ri^t  is  turned  on  to  sipply  the  electrical  output  of  this  variac  to  the 
resistance  heater  element  of  the  convective  heater.  This  operational 
sequence  allows  control  of  the  voltage  to  the  resistance  element  and  insures 
the  availability  of  full  power  at  the  blcwer  motor  before  the  heater  is 
energized,  thus  preventing  overheating  and  burrxxit  of  the  heater  element. 

The  two  pewer  switches  at  the  bottom  left  and  right  of  the  assembly 
(Fig.  3)  each  pewer  a  radiant  heater  assembly  by  connecting  the  outputs  of 
two  of  the  control  variac  cemponents  of  the  VCU  to  the  inputs  of  their 
respective  radieint  heater  eissemblies. 

The  Omega  millivolt  meter  in  the  center  of  the  asserrbly  has  a 
full-scale  range  of  0  to  1500°F  and  is  calibrated  to  give  a  direct 
tenperature  readout  for  a  chrcmel-alumel  thermocoiple  input. 

Accessory  Oenponents 

Voltage  Control  Unit  (VOJ) .  This  unit,  assentoled  for  NCTRF  by  General  Radio 
Corp. ,  ccHTsists  of  three  separate  variac  control  units  installed  in  a  oemmon 
cabinet  vAiich  is  mounted  on  casters.  Figure  6  dqpicts  the  VOJ.  The  output 
voltage  of  each  variac  is  controlled  by  a  handvheel  located  on  the  face  of 
the  cabinet.  Instcilled  alongside  each  veuriac  handwheel  is  a  voltmeter  vhich 
measures  the  output  voltage  of  the  vauriac.  The  veuriac  at  the  top  of  the  VOJ 
OOTTtrols  the  voltage  input  to  the  heater  element  of  the  convective  heater. 
It  has  cin  output  voltage  range  of  0  to  150  V,  for  an  input  voltage  of  120  V, 
cind  has  a  meixiroum  current  rating  of  50  anps.  The  other  two  variac  components 
are  identical  and  are  used  to  control  the  input  voltage  to  the  two  radiant 
heater  eissentolies.  These  veuriacs  have  an  output  voltage  range  of  0  to  280  V, 
for  cin  irput  voltage  of  240  V,  and  have  a  maximum  current  rating  of  65  aitp. 
The  electrical  output  of  each  variac  oemponent  of  the  VCU  is  fed  into  the 
back  end  of  the  S-T  as^sembly  of  the  apparatus  and  connected  to  the  proper 
control  switch. 
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Electric  Timer.  A  manually  actuated  electric  timer,  capable  of  measuring 
time  intervals  of  0.1  sec.,  is  used  with  the  aRaratus  for  monitoring  both 
heater  preheat  time  intervals  and  the  duration  of  the  tests. 

Millivolt  Recorder.  A  Honeywell  Electronik  19  two-channel  millivolt  recorder 
is  used  with  the  thermal  energy  test  apparatus  to  measure  the  out^xit  of  the 
heat  flux  sensors.  Ihe  recorder  is  equipped  with  two  separate  preanplifier 
units.  Each  preanplifier  unit  provides  zero  pen  control  and  span  sensitivity 
selection  for  the  channel  it  controls.  The  recorder  is  also  equipped  with  a 
10-speed  chart  drive  vhich  permits  chart  speed  selections  frcsn  1  second  per 
inch  to  10  minutes  per  inch.  In  normal  cperation  only  one  channel  is  used. 
Ihe  other  channel  is  available  cis  an  additional  irput  for  either  thermocoiple 
elements  or  for  outputs  frtan  signal  conditioning  elements,  such  eis  em 
integrator  vhich  could  be  used  to  totalize  the  output  of  the  heat  flux 
sensor. 

OPERATICaa  OF  APPARATUS 

A  calibration  and  material  evaluation  sequence  are  conducted  to  use 
the  apparatus.  For  calibration  a  heat  flux  tranducer  assembly  of  suitable 
range  for  the  incident  heat  flux  level  of  interest  is  installed  in  the  sample 
holder  cind  connected  to  the  water  supply  and  millivolt  recorder.  Ihe  manual 
shutter  is  closed.  Ihe  prcper  recorder  range  is  then  selected  cind  the 
recorder  chart  turned  on  at  a  suitable  recording  speed.  Ihe  heater (s)  to  be 
used  is  then  turned  on  and  the  shutter  opened.  Ihe  heater(s)  output  can  then 
be  adjusted  by  changing  its  irput  voltage  or  by  chaiiging  the  heater(s) 
distance  with  respect  to  the  sensor  as  well  as  the  heater (s)  irput  voltage. 
Ihe  heater (s)  voltage  is  changed  by  rotating  the  hand  wheel  on  the  variac  in 
the  VCU  to  which  it  is  connected.  Ihe  heater (s)  is  moved  by  sliding  the 
heater (s)  cissembly  along  the  base  of  the  chassis  in  the  slots  provided.  For 
each  change  made  in  heater (s)  input  voltage,  sufficient  time  must  be  allcwed 
for  the  heater(s)  output  to  stabilize.  This  occurs  when  the  heat  flux  sensor 
output  becomes  constcint.  Once  the  prcper  incident  flux  level  has  been 
obtained,  the  output  voltage  of  the  variac  is  noted,  the  shutter  is  closed, 
and  the  heater(s) ,  recorder,  arx3  water  supply  turned  off.  Ihe  variac 
handwheel  position  and  the  heater  (s)  location  are  rx3t  disturbed.  This 
conpletes  the  calibration.  Ihe  heat  fliox  sensor  assembly  is  then 
disconnected  eind  removed  from  the  sample  holder. 

For  evaluation  of  a  sample  material,  the  material  is  located  in  the 
sample  holder  and  a  heat  flux  sensor  assembly  of  sufficient  sensitivity  is 
then  installed  behind  the  material  sample.  Ihe  distance  between  the  sample 
and  sensor  is  selectable  by  use  of  a  range  of  available  spacer  rings.  Ihe 
sensor  is  then  connected  to  the  water  supply  and  recorder,  and  the  water 
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sufYily  arid  heater(s)  turned  on.  A  preheating  period  is  then  allowed  to 
insure  that  the  heater  output  has  stabilized  (60  seconds  for  radiant  heaters, 
up  to  5  minutes  for  the  convective  heater) .  The  preheat  period  is  monitored 
by  activating  the  electric  timer.  After  the  preheat  period  is  over  the 
recorder  chcirt  speed  drive  is  turned  on  to  a  suitable  speed  value  and  the 
shutter  opened.  The  heat  flux  transmission  throu^  the  saitple  mater icil  is 
then  ccffitinuously  recorded  as  a  function  of  time  for  either  a  selected  period 
of  time  or  until  some  destruction  of  the  material  is  observed.  Ihe  shutter 
is  then  closed;  the  heater(s) ,  recorder  chart  speed,  electric  timer,  and 
water  supply  are  turned  off;  the  heat  flux  sensor  is  disconnected  and 
removed;  and  the  sample  is  removed.  The  maximum  transmitted  heat  flux,  test 
time,  and  material  sample  condition  are  then  noted  as  well  as  the  incident 
heat  flux  level  established  during  the  calibration  procedure.  The 
transmitted  heat  flux  curve  from  the  recorder  chart  can  also  be  integrated  to 
obtain  the  total  energy  transmitted  during  the  test  period  if  this 
information  is  cilso  required 

The  afparatus  has  sufficient  flexibility  so  that  the  radiant  heater 
assemblies  eind  the  convective  heater  assembly  can  be  cperated  simultaneously 
or  sepeuately.  When  cperated  together,  each  heater  can  be  started  in 
sequence  during  the  Ccilibration  phase  to  determine  the  contribution  of  each 
to  the  total  heat  flux  load  being  established.  Whenever  the  convective 
heater  is  used,  its  output  air  temperature,  which  is  indicated  by  the  Omega 
Millivolt  Meter  in  the  S-T  assembly,  is  also  noted. 

PERPOraiANCE  CHAE^CTEEIISTICS  OF  TOE  APPARATUS 

A  series  of  tests  were  conducted  on  the  apparatus  to  determine 
pjerformance  characteristics. 


1.  Radiant  Heater  Assemblies. 

(a)  Preheat  Time 

(b)  Irradicince  levels  at  the  heat  flux  sensor  location  for  a  fixed 
tcurget  distance  vhen  the  assemblies  were  cperated  at  different  control  variac 
output  voltages. 

(c)  Color  temperatures  produced  at  different  variac  output  voltages. 

(d)  Normalized  irradicince  values  at  the  heat  flux  sensor  location 
for  different  distances  frcm  the  sensor  tcirget  when  the  assemblies  were 
cperated  at  a  fixed  control  variac  output  voltage. 

2.  Convective  Heater  assembly. 

(a)  Preheat  time. 

(b)  Absorbed  heat  flux  levels  at  the  heat  flux  sensor  location  and 
the  heater  output  air  temperature  when  the  eissembly  wcis  cperated  at  different 
control  variac  output  voltages. 
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(c)  Normalized  absorbed  heat  flux  levels  at  the  heat  flux  sensor 
location  for  different  distances  frxan  the  sensor  target  v^en  the  assembly  was 
operated  at  a  fixed-control  variac  output  voltage. 

3.  Effects  of  combined  Radiant  and  Convective  Heater  Operation. 

All  heat  flux,  voltage,  and  air-tenperature  measurements  were  made 
with  the  heat  flux  sensors,  voltmeters,  and  the  Omega  MV  meter  that  are  part 
of  the  appararus  or  its  accessory  ccarponents.  Ihe  color  tenperature 
measurements  for  the  radiant  heater  assemblies  were  made  with  a  dual  range 
optical  pyrometer  irtinufactured  by  Pyrometer  Instrument  Company.  The  ranges 
were  1000  to  1500°K  and  1250  to  2150°K. 

The  following  gives  the  results  of  these  measurements: 

1.  Radiant  Heater  Assemblies. 

(a)  The  preheat  times  to  insure  a  constant  irradiance  pulse  was  60 
seconds.  It  was  found  that  the  irradiance  level  reached  96  percent  of  its 
final  value  within  60  seconds. 

(b)  The  irradiance  level  at  a  3-inch  distance  frorni  the  target 
surface  produced  by  these  assemblies  ranged  from  0  to  1.88  gcal/cmvsec  for 
a  change  in  control  variac  output  voltage  of  0  to  110  V  (Figure  7) . 

(c)  For  an  irradiance  range  of  0.46  to  1.66  gcal/cm^/sec  at  a 
target  distance  of  3  inches,  the  color  temperature  of  the  heater  assemblies 
spanned  from  1615  to  1965*^  (Figure  8) .  This  represented  a  voltage  change 
at  the  output  of  the  control  variac  of  50  to  100  V. 

(d)  The  normalized  irradiance  level  for  a  fixed  control  variac 
output  voltage  was  reduced  60%  by  changing  the  target  distance  form  3.0  to 
7.5  inches  (Figure  9) . 

2.  Convective  Heater  Assembly. 

(a)  The  preheat  time  for  the  convective  heater  to  insure  a  constant 
heat  flux  output  was  found  to  be  5  minutes.  This  preheat  period  is 
particularly  required  at  the  higher  output  tenperatures  to  insure  that  the 
heater  output  temperature  has  stabilized. 

(b)  For  control  variac  output  voltages  ranging  fron  40  to  130  V  this 
assembly  produced  heat  flux  levels  of  .054  to  .76  gcal/cmvsec  at  a  target 
surface  2  inches  away.  For  this  same  voltage  range  the  heater  output 
tenperature  increased  from  150  to  960°F  (Figure  10) . 

(c)  For  a  fixed  control  variac  output  voltage,  the  normalized  heat 
flux  out^t  varied  by  approximately  70%  vhen  the  distance  from  the  sensor 
target  to  the  heater  was  changed  from  2  to  9  inches.  The  flux  range  produced 
for  a  120  V  control  variac  output  voltage  and  a  heater  output  tenperature  of 
850*^  went  frem  0.63  down  to  0.19  gcal/cm  /sec  (Figure  11). 
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3.  Qatibined  C^jeration  of  Radiant  and  Convective  Heater  Assemblies. 

A  test  was  conducted  using  both  the  radiant  and  convective  heater 
assemblies  to  determine  hew  they  functioned  together.  The  convective  heater 
was  operated  at  a  control  variac  output  voltage  of  120  V  and  was  located  4 
inches  fron  the  target.  The  radiant  heater  assemblies  were  operated  at  a 

control  variac  output  voltage  of  80  V  and  were  located  3  inches  from  the 
target.  This  combination  produced  an  output  tenperature  from  the  convective 
heater  of  850°F,  a  color  tenperature  for  the  radiant  heater  assemblies  of 
1835°K,  and  an  absorbed  heat  flux  level  at  the  target  surface  of  1.29 
gcal/cm^/sec.  The  individual  measurements  of  the  heat  flux  outputs  for  both 
the  convective  and  radiant  heat  eissemblies  were  0.38  and  1.06  gcal/cmVsec, 
respectively.  The  sum  of  the  individual  flux  values  was  1.44  gcal/cmvsec 
whereas  the  combined  measured  flux  value  was  only  1.29  gcal/cmvsec, 
indicating  there  was  some  interaction  between  the  individual  heater 

performances. 

It  vras  surmised  that  the  air  mo'.'ement  and  the  air  tenperature  produced 
by  the  convective  heater  at  the  surface  of  the  heat  fliax  transducer  moderated 
the  radiant  heater  flux,  causing  the  lower  combined  flux  level.  This 
interaction  between  the  two  types  of  heater  assemblies  shews  the  necessity  of 
making  a  measurement  of  the  cembined  heater  outputs  during  calibration  rather 
than  estimating  the  total  incident  flux  by  sinply  adding  the  individual 
heater  flux  outputs  obtained  during  individual  heater  calibrations. 

Relationship  of  the  Performance  Characteristics  of  the  Heater 

Assemblies  to  the  Fire  Environment. 

1.  Radiant  Heater  Assemblies. 


Figure  7  shews  that  these  eissemblies  can  create  irradiance  levels 
equal  to  the  maximum  values  estimated  by  Graves  (1)  for  large  aircraft  fuel 
fires  (from  1.9  gcal/cmvsec  at  the  edge  of  the  flames  to  1.2 
gcal/cmvsec  at  20  feet  from  the  flame  edge.)  These  radiant  heater 
cissCTblies  produced  ein  irradiance  of  1.88  gcal/cm^/sec  at  a  control  variac 
output  voltage  of  llOV  and  1.2  gcal/cmvsec  at  about  82  V. 


Based  upon  the  color  tenperature  measurements,  the  spectral 
characteristics  of  fires  as  determined  by  Graves  are  approximated  by  the 
appeuratus  for  control  veuriac  output  voltage  of  50  to  100  volts.  Over  tMs 
voltage  range  the  color  temperatures  of  the  assemblies  rose  fron  1615  to 
1965°K.  As  discussed  previously  in  the  "Design  Rationale"  Section,  the 
integrated,  normalized,  radiant  emission  of  a  large  fire  is  recreated  to  a 
reasonable  degree  for  radiant  sexirce  color  tenperatures  of  1600  to  2000°K. 
Within  the  color  tenperature  range  of  1615  to  1965°K  and  a  3-inch  target 
distance,  the  measured  irradiance  levels  ranged  from  0.46  to  1.66 
gcal/cmvsec  (Figure  8) .  The  1.66  gcal/cm^/sec  level  is  equal  to  that 
estimated  by  Graves  at  6  feet  from  the  flame  edge  of  Icuge  fires. 
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Fig.  7  Radiant  heater  irradiance  at  3  in.  from  heaters 
versus  variac  output  voltage 
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To  produce  a  wide  range  of  flux  values  at  a  particular  operating 
voltage  or  color  tempera t’ore,  the  target  distance  can  be  changed.  For 
instance,  by  operating  at  100  V  (color  tenperature  1965°K) ,  the  irradiance 
can  be  varied  from  1.66  down  to  0.62  gcal/cmVsec.  Irradiance  values  of 
1.5  to  1.2  gcal/ari /sec  which  are  covered  in  this  range  are  equivalent  to 
the  levels  estimated  by  Graves  at  10  and  20  feet  from  large  fuel  fires.  Frcm 
these  comparisons  it  appears  that  the  radiant  assemblies  of  the  apparatus 
should  simulate,  to  a  reasonable  degree,  the  radiant  intensity  and  spectral 
energy  distribution  created  by  a  large  fuel  fire. 

2.  Convective  Heater  Assembly. 

The  iraximum  heat  flux  levels  produced  by  this  heater  enccjipass  the 
range  of  flux  values  measured  by  Graves  at  a  10-fcot  distance  frcsn  the  edge 
of  fuel  fires  for  either  the  upwind  or  sidewind  directions.  The  Graves  test 
fires  ranged  in  size  from  3  feet  to  18  foet,  8  inches  in  diameter  with  wind 
velocities  of  0  to  18  Mffl.  These  fires  produced  a  maximum  heat  flux  of 
approximately  0.45  qcal/cnr/sec  at  10  feet  upwind  or  sidewind  to  the  fire 
as  conpared  to  the  0.76  gcal/cmVsec  level  possible  with  the  convective 
heater.  The  0.76  gcal/cm^/sec  flux  level  is  equivalent  to  the  hipest 
dcwnwind  value  at  25  feet  from  the  flame  edge,  excrapolated  frtan  the  Graves 
data. 


The  maximum  output  air  temperature  possible  with  the  heater  exceeded 
the  peak  maximum  value  measured  by  Vei^te  6  to  10  feet  frcm  600-gal  JP-5 
fires.  The  heater  can  produce  an  output  air  temperature  of  960°F,  whereas 
the  maximum  peak  value  measured  by  Veobte  in  his  fire  tests  was  750°F,  and 
the  average  maximum  temperatures  were  less  than  SOO'^. 

Based  upon  the  test  fire  results  of  Graves  and  Vei^te,  the  convective 
heater  can  produce  air  temperatures  and  flxax  levels  ccarparable  to  the  fire 
test  levels  in  close  proximity  to  the  fire  for  upwind  and  sidewind 
measurements.  Dcwnwind  flux  levels  are  produced  only  for  distances  of  25 
feet  or  more  from  the  fire  edge. 


EVALUATION  OF  CRASH  CREW  FIREFIGHTER'S  CLDIHING  MATERIAIS 

Some  standard  and  experimental  crash-crew  firef  inters'  clothing 
materials  were  evaluated  with  both  the  radiant  and  convective  heater 
assemblies  to  demonstrate  the  suitability  of  the  ajparatus  for  determining 
the  thermal  transmission  and  resistance  characteristics  of  these  materials. 

The  materials  were  1/8-inch-thick,  polycarbonate,  plastic  sheet  stock; 
7-mil,  gold-coated,  polyester  film  cotpled  with  the  1/8-inch-thick, 
polycarbonate  sheet;  cattlehide  leather  coupled  with  a  wool  fleece  batting; 
and  aluminum-coated  asbestos^  cloth  coupled  with  a  wool  fleece  batting. 
The  polycarbonate  sheet  is  a  non-standard  material  being  considered  for  the 
facepiece  support  component  of  the  firef inters'  visor  system.  The  7 -mil, 
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Asbestos  materials  were  eliminated  in  1975. 


gold'ooated,  polyester  film  vras  representative  of  the  fao^iece  matericil  used 
in  the  caorrent  f irefic^ters '  visor  syst-m  and,  \*hen  cxigjled  with  the 
polycarbonate  sheet,  represents  an  experimental  visor  assemt’y.  Ihe 
cattlehide  leather,  the  wool  fleece  batting  and  the  aluminum-coated 
asbestos-clt  th  materials  we  -e  eill  equivalent  to  materials  previously  used  in 
the  crash-crew  firefic^ters'  glove  (6).  The  coupliijg  of  the  leather  with  the 
wool  fleece  batting  eind  the  cduminum-coated  asbestos  with  the  wool  fleece 
batting  r^resents  the  mater ieils  assemblies  previously  used  in  the 
firef inters'  glove  for  the  palm  and  back  surface  of  the  hand,  respectively. 

When  these  materials  were  tested,  the  heat  flux  sensor  used  to  measure 
the  heat  transmission  throu^  the  materials  vas  placed  0.2  inch  away  from  the 
back  surface  of  the  polyccU±xDnate  sheet  vAien  testing  both  the  polycarbonate 
sheet  cilcaTe  and  when  it  was  evaluated  with  the  gold  coated  polyester  film. 
In  tests  of  the  cattlehide  leather  and  aluminum  asbestos  cloth  with  the  wool 
fleece  battings,  the  sensor  was  in  direct  contact  with  the  back  surface  of 
these  ccmbinations.  This  change  in  sensor  placement  was  done  because  the 
face  of  a  firefi(^ter  is  not  in  direct  contact  with  the  visor  system,  wl.ereas 
there  is  direct  contact  between  the  glove  surfaces  and  the  hand.  Thus  the 
transmitted  heat  flux  levels  measured  in  this  manner  would  have  sane 
correspondence  with  those  .  ctually  encountered  by  an  individual  wearing  these 
assemblies. 

When  bests  of  the  leather  and  aluminum  asbestos  cloth  with  the  wool 
battings  were  conducted,  the  assemblies  were  ccatpressed  so  that  their 
thickness  was  approximately  1/B  inch.  Tables  I  and  II  give  the  test  results 
for  these  materials  when  evaluated  with  the  radiant  and  convective  heater 
assemblies,  respectively.  From  the  data  the  fol lading  cantiments  can  be  made 
with  respect  to  these  materials: 


A.  Radiant  Heat  !>■  ^ts  (Table  I) 

1.  The  polycarbonate  sheet  provides  very  little  protection  (30% 
transmission  to  incident  radiant  heat  ratio)  and  poor  heat  resistance 
(thermally  distorts  wit]  tin  70  seconds)  to  moderate  incident  radiant  heat  flux 
levels  (.48  gcal/cmvsec) . 

2.  The  gold-ccated  polyester-film  polycarboriate-sheet  ccjtbination 
provides  excellent  protection  (lew  transmission  5%)  and  good  hear  resistance 
(minor  distortion)  to  hic^  incident  radiant  heat  (1.63  gcal/cmvsec)  for  vp 
to  300  seconds  vhen  the  gold  coating  acts  as  the  front  surface  reflector  of 
the  polyester  film  with  respect  to  the  heat  source.  When  the  gold  coating  is 
on  the  back  surface  of  the  polyester  film  with  respsect  to  the  heat  source, 
moderate  heat  transmission  (10%)  cind  pxxjr  heat  resistance  occurs  (distortion 
of  polyester  film)  after  100  seconds  exposure  to  an  incident  flux  of  0.48 
gced/onvsec.  The  benefit  of  using  the  gold  coating  at  the  front  surface 
is  readily  seen. 

3.  The  leather-wool  fleece  batting  combination  showed  poor  heat 
resistance  to  lew  incident  radiant  flux  levels  (0.48  gcal/cmvsec)  and  hi^ 
heat  transmission  (18%)  within  70  seconds. 


21 


TABLE  I  Radiant  Heat  Testa  of  Crash  Crew  Firefighter's  Clothing  Mater:' als 
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TABLE  I  Radiant  Heat  Tests  of  Crash  Crew  Firefighter's  Clothing  Materials  (Cont'd) 


«  o 
■1  e  ® 

S!x55:“s 

S  13  n  4J  ? 
GO  CO  K  h  >« 


n 

•  I 

sS'l 

“•rim 

2  5-: 


M 

s  ^  s. 

x^n 
CO  ca  o 


A  O  ® 
m  «  Q 

S  5  o  2 

n  x^  < 

<M  fi  O  <M 

O  B  >«  o 


S§oS 

^  Q  -S' 


2g 

ill- 


^  « 
-5 

fi  H  2  ^ 

•ais^ 

*  H  w  ^ 


S  a 

a  -p  '-<  n 

e  a  h  < 
«  ®  ..  <3 

”3 :5  e  o 

sass 


o  o  o 
O  O  CD 
n  n  H 


won 

<M  CM  N 

o  o  o 


CO 

H 

H 

o 

H 

CM 

to 

cn 

• 

O 

• 

o 

• 

o 

• 

o 

• 

CO  CM  ^ 

M"  H  n 

•  A  A 


u 

a  « 

S  O 

e! 

h 

®  _l 

lu 

«  *  o 

^  ^ 


.e  O' 

53  >  5 
555 
Sc38 

9  5  S 

fi  '2  h 
•H  e 

•H  n  o 


23 


4 .  The  aluminum-cxDated  asbestos  cloth-wool  fleece  batting 
contoination  shewed  lew  heat  transmission  (2%)  and  good  thermal  ^^istance 
(300  seconds  test  duraticMi)  at  incident  fluxes  up  to  1.12  gcal/cmvsec.  At 
■^e  hi^er  test  flux  levels  (1.34  and  1.63  gcal/cmvsec),  smoking  and 
discoloration  of  the  back  surface  of  the  asbestos  was  noted  for  eiqxDsure 
times  of  180  and  80  seconds,  respectively. 

B.  Convective  Heat  Tests  (Table  II) 

1 .  The  polycarbonate  sheet  shewed  moderate  to  hi^  heat 
transmission  (9  to  14%)  for  all  test  tenperatures  and  demonstrated  poor  heat 
resistance  at  the  lowest  test  temperature  (510°F)  and  was  badly  blistered 
at  the  hi<^iest  test  tenperature  (920°F)  within  50  seconds. 

2.  The  gold-coated  polyester-film,  polycarbonate-sheet  oembination 
shewed  moderate  heat  transmission  (7.5  to  8.5%)  and  poor  heat  resistance 
(thermal  degradation  within  60  seconds)  at  test  tenperatures  of  510  and 
610°F.  The  polyester  film  melted  within  20  seconds  at  the  920*^  test 
tenperature. 

3.  Ihe  leather,  wool-fleece  batting  combination  shewed  moderate 
heat  transmission  (9  to  11%)  for  all  test  tenperatures  and  ^ewed  increasing 
levels  of  thermal  degradation  as  test  tenperatures  increased  fran  510  to 
920°F.  At  920°F  this  ocmbinatieai  shewed  extreme  thermal  degradation 
within  40  seconds. 

4.  Ihe  aluminum  coated  asbestos  cloth  wool  batting  cenibination 
shewed  relatively  hi^  heat  transmission  (12  to  13%)  at  test  tenperatures  up 
to  610°F  and  displayed  maximum  transmission  (18%)  at  920°F.  This 
combination  shewed  some  thermal  degradation  within  60  seconds  at  test 
tenperatures  of  610°F  and  hi^er. 

Frcm  this  data  one  can  surmise  that  the  tested  materials,  vben 
assembled  prcperly  (gold  coating  of  fac^iece  used  as  front  surface  v^ien 
oenibined  with  sipporting  transparent  plastic  sheet,  for  exanple) ,  provide 
excellent  protection  against  hi<^  radicint-heat-flux  levels  exc^jt  for  the 
leather,  wool-fleeoe  combination.  Ihe  metallized  surfaces  (gold  and  aluminum 
coatings)  reduced  the  heat  transmission  below  5%  for  all  the  incident-radiant 
-heat-flux  test  levels.  After  only  70  seconds  at  an  incident  radiant  flux  of 
0.48  gcal/cmvsec,  the  leather,  wool-fleece  combination  transmitted  18%  of 
the  incident  radiant  flux  level.  All  of  the  metallized  assemblies  started  to 
shew  some  thermal  degradation  (distortion,  smoking,  discoloration)  at 
incident  radieint  fluxes  of  1.12  qcal/atr/sec  after  300  seconds.  Ihe 
leather,  wool-fleece  combination  began  to  smoke  after  30  seconds  at  an 
incident-radiant-flux  level  of  0.48  gcal/cmvsec. 

It  is  also  apparent  from  the  data  that  none  of  the  material 
combinaticaTS  can  withstand  a  hi(^  convective  heat  flux  without  undergoing 
some  form  of  thermal  degradation.  It  appears  that  air  tenperatures  above 
500°F  with  corresponding  flux  levels  greater  than  0.32  gcal/cmvsec  and 
exposure  times  of  less  than  60  seconds  must  be  avoided  for  the  materials  to 
remain  unaffected. 
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TABLE  II  Convective  Heat  Tests  of  Crashcrew  Firefighter's  Clothing  Materials 
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TABLE  II  Convective  Heat  Tests  of  Crashcrew  Firefighter's  Clothing  Materials  (Cont'd) 
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Ihfise  tests  of  crash-canew  firefi<^ters'  matericils  with  this  e^paratus 
have  shown  that  the  thermal  transmissioi  characteristics  of  these  materials 
to  radiant  and  ccHivective  heat  Ic^ds  can  be  measured  in  a  precise  manr»er. 
The  results  hi^ili^t  the  excellent  radiant  heat  protecticai  the  metallized 
fabrics  provide  as  well  as  their  pcxar  cxxTvective  heat  protectioi 
characteristics  Vihen  cxitpared  to  radiant  heat  performance.  The 
non-metal lized  (leather,  wool-fleece)  material  cxmfcination  gave  px»r 
protecticai  against  both  heating  methods.  These  data  show  that  the  metallized 
materials  '“111  provide  good  protection  to  radiant  heat  intensities  levels 
that  cxxald  be  encountered  outside  the  flame  zone  of  a  large  fuel  fire.  Care 
must  be  taken  however,  to  insure  that  downwind  operation  near  the  edge  of  the 
fire  be  avoided  because  of  the  relatively  pcxar  convective  heat  protection 
provided  by  these  materials. 

OONCIDSiaiS 


1.  Incident  radiant  fluxes  at  levels  vhich  can  occur  within  close 
proximity  to  large  fuel  fires  can  be  simulated  by  the  thermal  energy  test 
apparatus.  The  spectral  distribution  of  the  energy  based  upon  color 
tenperature  measurements  are  similar  to  that  determined  for  fuel  fires. 

2.  Incident  convective  heat  fluxes  at  air  tenperatures  found  in  close 
proximity  to  fuel  test  fires  at  upwind  and  sidewind  locations  can  be  produced 
by  the  apparatus.  Downwind  convective  fluxes  similar  to  those  measured  close 
to  the  edge  of  fuel  fires  cannot  be  achieved,  hut  downwind  flux  levels 
equivalent  to  that  extrapolated  for  a  distance  cf  25  feet  from  the  edge  of 
fuel  fires  can  be  produced. 

3.  Tests  of  conventionail  crash-crew  firef inters'  clothing  materials 
have  shown  that  the  apparatus  can  piipoint  the  protection  levels  offered  by 
these  matericils  against  both  radiant  and  convective  heat  loads  by  direct, 
precise  measurements. 

4.  The  tests  conducted  demonstrated  that  the  apparatus  is  a  practical 
fire  simulator  for  evaluating  conventional  and  experimental  crash-crew 
firef inters'  proximity  clothing  materials  in  the  laboratory  against  heat 
loads  similar  to  those  produced  outside  the  flame  zone  of  fuel  fires. 
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